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A New Microwave Spectrum Analyzer 

A new spectrum analyzer displays up to 2,000 Mega- 
cycles of the spectrum at a time for RFI checking, spec- 
trum surveillance, and other wide-band investigations. 




Fig. 1. Hewlett-Packard Model 8551 A / 851 A Microwave 
Spectrum Analyzer enables evaluation of signals widely 
separated hath in amplitude and frequency. Analyzer 
here displays harmonic and spurious outputs of fre- 
quency doubter throughout range from 10 Mc to above 10 
Clc. Doubler generates 3800 StC output in response to 
1900 Mc input and Analyzer clearly shows how mis- 
tuning can cause certain diodes to produce non-har- 
monicaUy related parametric oscillations. 

Fin. 2. Wide measurement range of 
neie -hp- Spectrum Analyzer is indi- 
cated by this pair of photos. First 
photo shows spectrum of HF pulse 
tram as displayed with linear vertical 
deflection and 30 Me spectrum width 
centered at 1500 Mc. Amplitudes of 
components beyond 12 Mc from center 
are not easily evaluated. Second photo 
shows same spectrum with logarithmic 
vertical deflection characteristics and 
300 Me spectrum width. Components 
out to 75 Mc from center are easily 
evaluated though they are more than 
50 dh down from center frequency 
(vertical calibration is 10 db/emt. 



IVIicrowave spectrum analyzers are swept-fre- 
quency receivers with visual display. The basic 
function of a spectrum analyzer is to plot input 
signal amplitude as a function of frequency while 
the analyzer automatically tunes through a 
selected range of frequencies. 

Spectrum analyzers are potentially useful in 
the laboratory as well as in the held because they 
provide quantitative information about several 
signals simultaneously. For instance, they facili- 
tate adjustment of devices that operate with 
several different frequencies at the same time, 
such as parametric amplifiers. A spectrum ana- 
lyzer connected to an antenna can display a plot 
of all detectable electromagnetic radiations over 
a selected frequency band, indicate the relative 
strength of each signal, and show individual fre- 
quency components of any one of the signals to 
provide useful information on sideband structure. 

It has not always been possible, however, to 
make measurements with spectrum analyzers in 
a simple, straightforward manner. Broad-band 
analyzers often include image responses and a 
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SPECTRUM SIGNATURES 

Oscillograms of output frequency com- 
ponents of L-band radar illustrate use- 
fulness of large dynamic display range 
of -hp- Spectrum Analyzer for spec- 
trum signature measurements. Left 
photo, with 10 Mc/cm spectrum width, 
shows that radar generates measurable 
power in sidebands over more than 70 



variety <>1 spurious responses resulting 
from harmonic and intermodulation 
products. Murker generators have l>een 
necessaiy to provide i|uauliiative in- 
formation in an indirect way. 

It was for the purpose of eliminat- 
ing operational difficulties and of 
making spectrum analysis a useful, 
flexible laboratory tool that Hewlett- 
Packard embarked upon ihe develop- 
ment of a spectrum analy/er and us 
a result, a spectrum analy/er is now 
available that not only reduces spuri- 
ous responses significantly, but which 
is easier to use, in which all basic func- 
tions are completely calibrated, and 
whic h has a wider range of capabilities. 

THE -HP- SPECTRUM ANALYZER 

The new Hewlett-Packard 8551 A/ 
851 A Spectrum Analy/er, in brief, is a 
multi-band instrument thai responds 
to signals throughout a 10 Mr to 40 
Gc frequency range and that is capable 
of sweeping over frequency ranges as 
wide as 2000 Mc. The instrument can 
sweep over narrow ranges as well, ihe 
necessary stability being provided by 
an unusual phase-lock system that 
locks the local oscillator to a stable 
reference oscillator even while tuning 
Exceptionally flat frequency response 
is achieved, variations being less than 
±5 db over the full 2000 Mc sweeping 
range and ±1 db over any 200 Mc 
range using fundamental mixing (^2 
db when working on local oscillator 
second harmonic) . 




Mc range. Photo also shows transients 
that would escape notice on slower act- 
ing graphic recorders. Right photo, 
made with spectrum width of 3 Mc/cm. 
indicates how calibrated spectrum 
widths enable measurement of spacing 
between groups of frequency compo- 
nents; spacing of just under 1 Mc be 
tween envelope maxima indicates pulse 
width of slightly more than 1 /.see. 



The display circuits enable simul- 
taneous display of signals having a 
wide 60 db amplitude range. The in- 
put mixer has a dynamic range greater 
than 95 db and a new RJF attenuatoi 
increases the input runge up to +30 
ilbm ( I watt). 

The instrument establishes a new 
high with respect to freedom from 
spurious and residual responses. Op- 
erating features include a "Signal 
Identifier: - that quickly identifies the 
frequency range of all displayed re- 
sponses. The new -hp— Spec I rum Ana- 
ly/er requires far fewer controls than 
oilier wide-band analyzers, and the 
controls are calibrated so (hat fre- 
quency and relative amplitude of sig- 
nals may be read directly without use 
of markers. The display dynamic 
range and wide frequency response of 



this instrument enable direct measure- 
ments on signals widely separated both 
in frequency and in amplitude. 
WIDE FREQUENCY RANGE 

The Hewlett-Packard approach to 
the design of a microwave spectrum 
analy/er is to use a backward-wave 
Oscillator as the first local osrillatoi in 
a swepl-iuncd. broad coverage, uiple- 
conversion receiver. The backward- 
wave oscillator, whic h has been found 
to have better spectral purity than 
other voltage-tuned microwave lubes, 
can Ix- tuned manually from 2 lo I Gi 
and sweep-tuned electrically around 
the selected center frequency. 

As shown in ihe simplified block 
diagram of Fig. 3, the BVVO signal 
heterodynes with the input signals in 
the front-end mixer, wide coverage 
from 10 lo 10.000 Mc is obtained since 
there are no frequency sensitive cir- 
cuits ahead of the first mixer. Any 
signals that gencrale a 2 Gc mixing 
product with the HWO signal then 
pass through ihe first IF amplifier (2 
G< ) anil subsequently appear as a ver- 
tical deflection on the cathode-ray 
lube. 

The cathode-ray beam sweeps hori- 
zontally in synchronism with the 
BVVO frequency sweep. A particular 
signal frequency component therefore 
appears as a vertical deflection ai some 
point along I lie horizontal scale of the 
CRT graticule, as shown on page 8. 
I he frequency of ihe signal compo- 
nent can be read from its position on 
the CRT. with reference to the settings 
ol the calibrated I'uiir anil Sftrrlriim 
Width controls. 
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Fig. 3. Simplified block diagram of wide-band spectrum analyzer. 



© Copr. 1949-1998 Hewlett-Packard Co. 




Fig. 4. Hewlett-Packard Model 8551 A/ 
85IA .Microwave Spectrum Analyzer is 
packaged in two modules that may be 
used on bench or mounted in standard 
relay racks with brackets supplied. Stand- 
ard-hp- 5-inch CRT bezel mounts os- 
cilloscope cameras directly, Pointer on 
frequency dial shows frequency oj BWO 
first local oscillator on topmost scale. On 
[Outer scales, pointer shows frequency of 

The first IF amplifier, a cavity-tuned 
triode for large dynamic range, has a 
i enter frequency of 2000 Mc. The high 
1st IF Frequency provides wide image 
separation (4000 Mc), an important 
Feature in a class of instrument* where 
image frequent ies have been trouble- 
some. Wide image separation also 
makes it easier to use RF pieseleuion 
fillets lot sele< ting or eliminating cer- 
tain bands of frequencies. - 

Spurious responses resulting from 
mixer operation have been a major 

cause oi operating difficulties in pre- 
vious spectrum analyzers. Consider- 
able effort was expended at Hewlett 
Packard in the design of a wideband 

• Interdijital fcandoass filters, -Ha— Senes 84 BOA. are 
available (or use »itn the Stectrum »nal»(er. 



response appearing at center of CRT 
display. Frequency switch selects appro 
priate scales to correspond to input fre- 
quency range: number in window at left 
shows' which harmonic of BWO generates 
responses in that frequency range. If 
frequency range of any response is not 
known. Signal Identifier (tee text) quickly 
indwates proper scale to be used for meas- 
uring frequency of response. 

mixer that would generate a minimum 
amount of interrnodulation. I he new 
mixer responds to signals up to (I dbm 
without signal compression, achieving 
a wide dynamic range. Particular at- 
tention also was paid to achieving Hal 
Frequency response in the mixer over 
the broad sweep widths. 

\ newly-designed 0-totiO db atten- 
uator precedes the mixer to reduce 
strong signals below the point where 
they would overdrive the mixer and 
create spurious responses. Although 
wavcguide-beyond-cut-oll attenuators 
have been used previously, this atten- 
uator is significant because of its low 
insertion loss, which is 0 db at the low 
Frequency end. and no mine than 2 db 

• 3 • 



at HI Gc. No cable patching is re- 
quired to reduce the attenuation to 
/eio when examining weak signals. 

CALIBRATED CONTROLS 

A major design elloit was applied 
toward achieving calibrated controls 
for the new analy/er. Calibrated con 
trols make it possible to read signal 
frequency and relative amplitude from 
the cathode ray tube graticule, and 
also assure measurement repeatability. 

The tuning dial (jointer indicates 
the frequency of a signal ap|>earing at 
the center of the CRT The Spectrum 
Width control, calibrated in ki or M< 
per centimeter of CRT horizontal de- 
llcction, selects the range of the fre- 
quency sweep which is centered at the 
Frequency selected by the Tune con- 
trol. 

The CRT graticule is calibrated 
vertically with three scales that cor- 
respond tO the IF amplifier c harac ter- 
istics selected by the Vertical Display 
switch. The amplifier response can be 
linear, or proportional to the square 
of input signal voltage and thus in- 
dicative of power, or logarithmic. The 
7 cm CRT graticule Log Scale is cali- 
brated in db at 10 db per cm so that 
with the switch in the Log position, it 
is possible to view simultaneously sig- 
nals thai have more than a liO db 
(1 ,000,000 to I) range. 

The input RF attenuator, the IF 
attenuator, the IF Bandwidth, and 
the Sweep Time switc hes also are cali- 
brated. 

RESOLUTION 

The resolution of an analyzer, i.e.. 
its abilitv to separate closely spaced 
signals on the frequency scale, is an 
important characteristic that is deter- 
mined by the IF amplifier passband. 
Two adjacent signals merge into one- 
response if the passband is broad 
enough to pass both signals at the 
same time, but will be plotted as two 
separate signals if the passband is nar- 
row c om pared to the signal separation. 

Although a narrow passband is de- 
sirable for high resolution, it also slows 
the rise time oi the IF amplifier. II 
the passband is too narrow, the ana- 
lyzer may sweep across a signal too last 
for the IF voltage to build up to a 
steady -state level. 
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Fig. 5. Block diagram oj Spectrum Analyzer RF Section. Only 
In n inputs are needed lo cover entire 0.01 to -10 Gc frequency 
range. Newly -developed IIF attenuator does not require sepa- 
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rate input connector fsee text). Input for S-IO Gc signals semis 
BWO signal to external uuveguiile mixer and receives 2-tic 
IF signal over same connecting cable. 



The narrowest practical bandwidth 
therefore depends on the rale ai whii h 
the instruinent changes frequency, 
which is a function ol botll sweep 
speed and sweep width. Foi this rea- 
son, the bandwidth ol the -hp- ana- 
lyzer is not fixed but can be switched 
to be 1. 3. 10. 1(10. or 1000 kc. Ordi- 
narily, a trial and error procedure is 
used to find the optimum bandwidth 
but tliis t an be done automatically l>\ 
a new operating feature on the —hp- 
analy/er. An Auto Select position on 
the I.F. Bandwidth switch programs 
the instrument to select the optimum 
bandwidth for each combination of 
spectrum width and sweep rate. 

Examination of the spec tra of short 
pulses, on the Other hand, requires a 
broad passband. If the pulse width is 
shorter than the i isetime ol the IF 
amplifiers, the pulse will be attenu- 
ated localise of the slow risetimc. The 
-hp- analv/er provides a I Mi band- 
width with last risetime to reduce the 
attenuation of short pulses. Mthough 
the broad bandwidth may allow indi- 



vidual frequency, components to over- 
lap on the display, tin- spectrum 
envelope is preserved and this is ol 
prime interest here. 

SWEEP-TUNED PHASE LOCK 

Short-tern] stability ol the electri- 
cally -tuned BWO is I pan in 10 . 
which means short term instabilities ol 
typically 10 to SO kc. undetectable on 
wide frequency sweeps. This instabil- 
ity becomes significant on very narrow 
sweeps, however. 

To provide the stability necessan 
lot narrow vweeps (< I Mi cm), a 
tunable phase-lock System loc ks the 
backward wave oscillator to ,i har- 
monic ol a stable lo Mc referent c- on il 
lator. The reference oscillator sweeps 
in synchronism with the BWO and the 
phase lock system impresses the- sta- 
bility of the 10 Mi oscillator on the 
BWO. Short terra stability of the 
BWO is better than I ki p-p when 
locked. 

A further refinement allows the ana- 
lyzer lo l>e tuned while the BWO is 



phase-locked. The 10 Mc osc illator it- 
sell < annul be tuned over a wide range, 
but as the instrument is tuned, the 
reference oscillator tunes through its 
range over and over again while the 
phase detector automatically passes 
from harmonic to harmonic of the 
oscillatot to retain phase lock. I he 
BWO thus can be tuned through its 
entire range while phase-loc kcd. 

SIGNAL IDENTIFIER 

Wide band spectrum analyzers that 
use a swept first local oscillator with- 
out liont-eud pre-selec lion respond to 
signals that are anywhere within the 
bandwidth of the front end (e.g.. 10 
Mi to above 10 Gc). All signal fre- 
quent ies within this range that de- 
velop suitable mixing products with 
any local oscillator harmonic will ap- 
pear on the display. Identification •■[ 
these responses lias l>een one of the 
majoi problems with previous wide- 
band analyzers. 

lb quickly identify the frequency ol 
any displayed response., the -hp- Spec- 
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Hum Analyze) has a signal identifier. 
The identifier works l»y shilling the 
frequent y ol the second and third local 

oscillators.. When the shift is made, a 
particular input signal must heat with 

a slightly different first local oscillator 
frequenc y m orciei to pass through the 
narrow-hand 2t) Mc third II". 1 his 
means, then, that a signal develops the 
proper IF frequency at a different 
point in the frequency sweep and as 
a resuli, the signal appears at a differ- 
ent point along the CRT horizontal 
scale. The amount of horizontal dis- 
placement depends not only on the 
frequent y shift in the second and third 
LO hut also on the harmonic number 
ol the BWO harmonic that i- beating 
with the signal. 

The Signal Identifici is a multi- 
position switch that steps the fre- 
quency shift in the 2nd and Brd L.O 
signals to progressively greater degrees 
until the lesponse nuclei examination 
moves exactly 2 cm along the hori- 
zontal scale of the CRT The switch 
is labeled to show which harmonic 
numbei then is producing the re- 
sponse and thus which frequency scale 
should he used (or apply the formula 

F, = nF,. 0 ±2 Gc ). Furthermore, 
whether the response shifts to the right 
or to the left on the horizontal stale 
depends "t> whether the signal lies 
above or below the particular har- 



monic . The direction of shift indi< ates 
which one ol each pair ol frequency 
sc ales is to he used. 

OTHER FEATURES 

A bloc k diagram of the —hp- 8551 A 

Spectrum Analyzer RF Section is 
shown in Fig. 5. Only two input con- 
nectors are required to cover the wide 
range ol input frequencies from 10 to 
ltl.000 Mi. One input is coaxial and 
responds to all frequencies from II) Mc 
to 10 Gc -Since higher frequencies arc 



most often encountered in waveguides, 
external waveguide mixers are avail- 
able for frequencies from 8 to 10 (»c. 

I lie i-xifi nal in i vers i onnei led to the 
other analy/er input through a single 
coaxial cable that can les both the loe al 
oscillator (LO) and IF signals, can be 
attached to the RF svstem at any con- 
venient point. External mixers make 
it unnecessary, to plumb waveguide- di- 
rectly into the analyzer, 

The sawtooth voltage that sweeps 
the CRT is applied to the BVVO helix 
powet supply to frequency sweep the 
BWO, The amplitude of the sawtooth 
is controlled by the Spectrum Width 
control, which selects the width ol the 
Ircqucncy sweep, and also by the Fre- 
quency (range) switch so that the fre- 
quency sweep of the indicated BWO 
harmonic is that shown by the S/>rt- 
Irum Width control. Because ol the 
frequency vs. voltage characteristics ol 
the backward wave oscillator, the saw- 
tooth is reshaped to have a logarithmic 
rather than a linear rise. The center 
frequency ol the backward wave os- 
cillator is selected by changing the dc 
level ol the helix voltage, A vernier 
Spectrum Width control enables con- 
tinuous reduction in specLitun width 

all the way down to zero. At zero spec- 
trum width, ol course, the instrument 
functions as a fixed-tuned receiver. 




EMC/RFI 

Electromagnetic compatibility (radio 
frequency interference) measurements 
are readily made with -hp- Spectrum 
Analyzer connected to one of standard 
EMC/RFI antennas. Photos here show 
radiations from automobile ignition sys- 
tem with hood up (top photo) and slight 
improvement obtained with hood down 
(bottom photo). Photos demonstrate 
how shielding effort can be evaluated 
on the spot with a spectrum analyzer. 
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The front-cm! mixer shown at the 
top ol the bloc k diagram ol Fig. "> is 
for use with input signals thai are 
close to 2 Gc in fretjuem v. This mixer 
feeds the 2i)() Mc second IF directly, 
bypassing the 2 £*c IF. so thai there 
can be no leedthrough ol 2 (»t signals. 
This ari angement is selec ted when the 
i 1 1 st i u 1 1 it- 1 1 1 controls are set lor the I.H- 
1.2 Mc range. Image separation here. 



however, is 100 Mi but sensitivity is 
about 10 db higher than with the 
wideband mixer. 

Alter conversion to a 20 Mi inter- 
mediate frequency the signal travels to 
the —hp- Model K51A Spectrum Ana 
ly/er Display Section, shown in the 
block diagram ol Fig. 0. In the all 
solid-stale Display Section, the 20 Mc 
signal passes through the precision IF 



attenuator, through the filler sec lions, 

and through the current-controlled at- 

tenualor thai shapes ihe ampliliei gain 
vs. amplitude characteristics. 

The detected IF signal is supplied 
through .i video amplifier to the ver- 
tical deflection plates and to a rear 
panel connec lor foi recording ol CW 

signals, or for use as an AM-detee teil 
or slope-demodulated FM Output 



MODEL 



-bp- 

8551 A/851 A 
ANALYZER 



SPECTRUM 



MODEL 8S51A RF SECTION 

FREQUENCY CHARACTERISTICS 
FREQUENCY RANGE: 

COAXIAL INPUT. 10 Mc to 10 Gc 
WAVEGUIDE INPUT: 8.2 to 40 Gc lacces 
sory mixers and taper sections required). 

SPECTRUM WIDTH: 10 calibrated spectrum 
widths Irom 100 kc to 2 Gc in a 1. 3, 10 
sequence to 1 Gc. Vernier allows continuous 
adjustment between calibrated ranges and 
can be used to reduce width to zero. 

SWEPT-FREQUENCY LINEARITY*: 

±5% when LO is stabilized and swept 

10 Mc or less: 
-•-10% (typically -.5%) when LO is swept 

more than 10 Mc 

IMAGE SEPARATION: 4 Gc 

PHASE LOCKING: Internal phase lock provided 
for stabilizing LO LO sweep tracks sweep 
of voltage-tuned 10-Mc reference oscillator 

PHASE LOCK RANGE: Unit can be phase 
locked for spectrum widths up to N • 10 Mc. 
where N is harmonic of LO 

PHASE LOCK TUNING: Reference oscillator 
automatically tracks with TUNE control 
over 2-Gc LO range. 

TUNING: Selectable continuous coarse, fine, 
and stabilized (phase locked) tuning deter- 
mines center frequency about which LO is 
swept Tuning is by single front panel TUNE 

control. 

FINE TUNING. Frequency change of LO funda- 
mental is 10 Mc £2 Mc per revolution of 
TUNE control up to - : 20 Mc maximum ac 
cumulative error across band. Setabfllty of 
signal on CRT with TUNE control: - 50 kc 
(fundamental mixing) 

STABILIZED TUNING: Frequency change of 
LO fundamental is 10 Mc + 1 Mc per revo- 
lution of TUNE control: maximum accumu- 
lative error across the band: »_ 2 Mc Seta- 
bility of signal on CRT with TUNE control* 
5 kc (fundamental mixing). 

TUNING ACCURACY: 

Or harmonic 

SENSITIVITY (10 kc IF bandwidth!: 

10 Mc 10 2 Gc. 95 dbm 

18 to 4 2 Gc. 100 dbm 

2 to 4 Gc. -85 dbm 

4 to 6 Gc. -95 dbm 

6tolOGc. -80 dbm 

8.2 to 18 Gc. -80 dbm 

18 to 26 Gc. -75 dbm 

26 to 40 Gc. -65 dbm 
With source stability better than 1 kc. greater 

sensitivity can be achieved by use of nar 

rower IF bandwidth 

SIGNAL IDENTIFIER: 14 position switch shifts 
display in proportion to harmonic of LO 
used in mixing; direction of shift depends 
on whether signal frequency is higher or 
lower than LO harmonic. 



"Correlation between BWO freouency and sweep position 
on Model 85U CRT is a oercentaie of selected spec- 
trum mdth. 



1% of LO fundamental 



SPECIFICATIONS 



COAXIAL-INPUT ATTENUATOR: 

RANGE: 0 to 60 db in 10-db steps 
INSERTION LOSS: 0 at 10 Mc: less than 
2 db at 10 Gc. 

MAXIMUM INPUT POWER (for 1-db compres 
sion): 

COAXIAL INPUT 
INPUT ATTENUATOR MAX INPUT TYPICAL MAX INPUT 
SETTING 2 Gc IF 200 Mc IF 

0 db 0 dbm 5 dbm 

10 db , 10 dbm . 5 dbm 

20 db | 20 dbm | 15 dbm 
30 db [ 30 dbm 4 25 dbm 
40 thru 60 db j 30 dbm j 30 dbm 
WAVEGUIDE INPUT: 

11521A EXTERNAL MIXER (8 2 12.4 GO: 

typically —10 dbm 
11517A EXTERNAL MIXER 1 12 4-40 Gc): 
typically - 15 dbm 

FREQUENCY RESPONSE: 

COAXIAL INPUT •; 1 db over any 200-Mc 
range using fundamental mixing. - 2 db 
over any 200— Mc range using 2nd-har- 
monic mixing. - 5 db over any 2— Gc 
range (typically <_3 db) except when 
signal or LO is within 60 Mc of 2 Gc; in- 
cludes mixer and RF attenuator response 
with attenuator setting -10 db 

IF OUTPUT FREQUENCY: 20 Mc 

RESIDUAL LO FM: 1 kc peak to peak or less 
when phase locked, otherwise, approxi- 
mately 30 kc peak-to-peak 

RESIDUAL RESPONSES (no input signal): Less 
than -90 dbm (--85 dbm when LO is within 
60 Mc of 2 or 4 Gel referred to signal input 
on fundamental mixing. 

LO NOISE SIDEBANDS: Greater than 60 db 
below CW signal level 50 kc or more away 
from signal 

LO OUTPUT: Approximately 1 mw available 
Output connector, female type N on rear 
panel 

ACCESSORIES AVAILABLE: 

11517A P-K R Band Waveguide Mixer. 
S160.00. 

11518A P Band Taper Section. S65 00 
11519A K Band Taper Section, S65 00 
11520A R Band Taper Section, S65 00 
I1521A X Band Waveguide Mixer. $75 00 
PRICE: -hp- MODEL 8551A, $7,100.00. 

-hp- 

MODEL 851A DISPLAY SECTION 
DISPLAY CHARACTERISTICS 

VERTICAL DISPLAY: 

AMPLITUDE CHARACTERISTICS. Linear. 

square (power), or logarithmic. 
DYNAMIC RANGE: Linear. 70:1. square. 

701. log. 60 db 
ACCURACY L-near. - 3°.„ of full scale; 

square. -5% of full scale', log. z_2 db* 

SWEEP RATE: Six calibrated rates from 3 
msec/cm to 1 sec.'cm in 1. 3, 10 sequence 
Vernier provides continuous adjustment be 
tween calibrated rates and extends slowest 
rate to at least 3 sec/cm. 



'Eicept pulse spectrums on 1-Mc If tormwidtn 



SWEEP RATE ACCURACY: 13% 
SWEEP SYNCHRONIZATION: 

INTERNAL Sweep runs free 
LINE- Sweep synchronized with power line 
frequency 

EXTERNAL: Sweep synchronized with ex- 
ternally applied signal +3 to -15 volts 
peak. 

SINGLE SWEEP. Sweep actuated by front 
panel pushbutton. 

IF BANDWIDTH: 

MANUAL. Bandwidths of 1, 3. 10. 100 he, 

and 1 Mc can be selected. 
AUTO SELECT: One of above bandwidths 

automatically selected 'or best resolution 

of a CW signal with each combination of 

spectrum width and sweep rate 
BANDWIDTH ACCURACY Individual band 

widths are calibrated within •_20%; 

bandwidth repeatability and stability typ 

tcally better than ^:3%. 

IF INPUT: 

CENTER FREQUENCY 20 Mc 
INPUT IMPEDANCE: 50 ohms, nominal. 
INPUT REQUIRED FOR 6-cm VERTICAI 
DISPLAY: 

1-Mc bandwidth. 56 •_ 3 dbm. 
100-kc bandwidth, -66 | 6 dbm. 
10-kc bandwidth, -86 - 6 dbm. 
3-kc bandwidth, -86 -6 dbm. 
1-kc bandwidth, -77 - 6 dbm. 

MAXIMUM CW INPUT SIGNAL: 14 dbm 

IF GAIN SET: Two-section attenuator provides 
0 to 80 db attenuation in 1— db steps One 
section provides 0 to 70 db attenuation In 
10-db steps; the other. 0 to 10 db m 1-db 
steps Vernier provides continuous adjust 
ment between 1-db steps 

IF GAIN SET ACCURACY: 70-db section, 0 5 
db; 10-db section. -0.1 db 

GENERAL 

OUTPUT SIGNALS: Vertical and horizontal stg 
nals applied to CRT available for external 
monitoring. 

VERTICAL: 0 to -4 volts; output impedance. 

4700L,'. 

HORIZONTAL; 10 v p p - 0,3 v; sweep ap 
proximately symmetrical about zero Out- 
put impedance 4 700ti. 

CATHODE-RAY TUBE: 7 5 k v post-accelerator 
tube with P2 medium persistence phosphor 
(others optional) and internal graticule. 
Light blue filter supplied 

INTERNAL GRATICULE: Parallax free 7 x 10 
cm. marked in cm squares with 2 mm 
subdivisions on major vertical and horizon- 
tal axes 

RFI: Conducted and radiated leakage limits 
are below those specified m MIL 1-16910. 

PRICE: -hp- MODEL 851A. $2.400 00. 

OPTIONS: 

07 P7 phosphor in lieu of P2 (amber filter 
supplied), no additional charge 
31 P31 phosphor in lieu of P2 'green Mtcr 
supplied), no additional charge 



Prices f.o.b. factory. 
Data subject to change without notice 



© Copr. 1949-1998 Hewlett-Packard Co. 



Fig. 7. Frequency response of -hp- Spec- 
trum Analyzer throughout 1()00 Mc range 
is shown in this time exposure photo- 
graph. Exposure was made while leveled 
signal generator was tuned from 850 Mc 
to 1850 Mc. Analyzer display was in 
"Log" mode, showing that frequency re- 
sponse variations are well within -2 dh 



when the analyzer is in the fixed Ire- 
queue \ (zero sweep width) mode. The 
20 M< II-" signal, sampled ahead of the 
detector, also is available at a rear 
panel connee tor. 

Horizontal deflection is controlled 
by a linear sawtooth voltage from the 
sweep generator. The sweep rate can 
he fast enough for Hickerless viewing 
OH the CRT or slow enough for X-Y 



recording (the sweep voltage is avail- 
able at a rear panel connector for ex- 
ternal use). A single sweep capability 
is provided for CRT photography. 

Other design features include a 
baseline clipper which blanks the cath- 
ode ray tube at the zero voltage level 
to prevent an overly bright baseline. 
The cathode ray tube has an internal 
graticule, similar to the well known 
internal graticule of the -hp— oscillo- 
scopes, which eliminates parallax as a 
reading error. 

The instalment is particular ly well 
shielded against radio frequency in 
terfeience, both from the elfed that 
external RI'I sources may have on in- 
strument performance and on the 
amount of leakage from the instru- 
ment itself. 
SUMMARY 

The -hp— Spectrum Analyzer is find- 
ing new applications in situations re- 
quiring the display of several different 
frequencies simultaneously, and is 
thus becoming a useful laboratory tool 
for tuning up and studying the per- 
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Drawing indicates how Spectrum Ana- 
lyzer can serve in laboratory to display 
several signals widely separated in fre- 
quency at same time. Upper scale 
shows relative positions of parametric 
amplifier signals in frequency spectrum. 
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Spectrum Analyzer displays all signals 
at once by responding to input signal on 
fundamental range, and showing higher 
frequency signals as responses to local 
oscillator harmonics. 




Fig. 8. External mixer connects Spectrum 
Analyzer to waveguide systems. Two mix- 
ers are available, one for X band and 
one lor P. Q and It bands. Taper sections 
match various waveguide sizes to ridged 
waveguide of mixer. 

formance of solid-state, microwave de- 
vices. The clean performance of I be- 
dew aualy/er also makes it useful for 
frequency surveillance and radio fre- 
quency spectrum control by enabling 
a wide range of RK signals at a par- 
ticular location to be displayed simul 
taneously. 

The brciad frequency range and 
calibrated performance of the -hp- 
855IA/85IA Microwave Spectium 
Analyzer promise to make frequency 
domain analysis become a general- 
purpose laboratory toot much as lime 
domain analysis has been enabled by 
modern calibrated oscilloscopes. As re- 
cent Competitive activity shows, the 
new analyzer already is setting a new 
performance standard for the industry. 
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SPECTRUM SURVEILLANCE 




This series of photos is indicative ot 
Spectrum Analyzer usefulness in spec- 
trum surveillance. Photo A displays RF 
spectrum from 50 Mc to 150 Mc at Palo 
Alto, California, as detected by -hp- 
Spectrum Analyzer connected to simple 
dipole antenna. FM stations are in 
center of display and pairs of responses 
at left represent TV stations. Photo B 
shows expanded view of one TV station 



with Analyzer set to sweep through 10 
Mc range centered at 78 Mc. Calibrated 
sweep of 1 Mc/cm shows 4.5 Mc sepa- 
ration between video and sound carriers. 
Spectrum analyzers also provide infor- 
mation on sideband structure besides 
showing frequencies and relative power 
levels of all radiations within selected 
frequency ranges. Photos C and D show 
sound channel at two instants in time, 



illustrating characteristic behavior of 
FM signal when viewed in frequency 
domain; spectrum width here is 100 kc. 
Photo E shows amplitude modulation of 
video carrier when SPECTRUM WIDTH 
VERNIER is turned to zero while Ana 
lyzer is tuned to viedo carrier; Spectrum 
Analyzer functions here as fixed-tuned 
receiver. 
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